07 20 2010 - Dewar with liquid N2 (230 L, 230 psi) was replaced

07 22 2010 - H2O sensor was cleaned (H2O level fine, but extensive purge had to be done before O2 level came below 100 ppm), contact mBraun, before doing that next time!